The use of microfilters as an alternative to centrifugation in radioimmunoassay.
A microfilter was designed, together with a mechanical filtration apparatus for the separation of "antibody-bound" and "free" antigen in radioimmunoassay. A comparison of the results obtained using both filtration and centrifugation was carried out and the optimum incubation times, reaction conditions and washing volume for use with the microfilter were studied. The use of microfilters in radioimmunoassay gave reproducible results and offered a convenient means of automating the separation procedure.